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1.1. Unscrew cap nut (A). Do not unscrew the two screws holding the sensor top.
1.2. Detach the clamping ring for grounding (C) and unscrew the cable gland (B).
1.3. Pull the old cable out of the sensor.

2.1. Make sure that the cap nut (A), the clamping ring for grounding (C) and the
cable gland (B) of the new cable are separated.
Fit the cable plug into the sensor; the key of the cable plug must fit into the
keyway in the sensor.

2.2. Tighten the cable gland (B) with 1 Nm without twisting the cable.

2.3. Place the clamping ring for grounding (C) in position so that good connection
to the cable screen is established all the way round.
2.4. Tighten the cap nut (A) with 1.5 Nm.

3.1. Check that the resistance between cable screen and sensor housing is below
7 ohm.
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